MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECEIVED
By Carol Day at 10:05 am, Jul 10, 2013

BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT REPORT #6

Complele Ihis repor al the time of the regular monthly preventive maintenance check {not {o exceed 35 days).
Complete this report whenever the instrument is sewviced or repalred and whenever it is placad into service,
Relain the original and send a copy within 15 days {0 the Breath Alcohol Program, DHSS.

BATAMASTER SN NAME OF AGENCY DARS OF INSPECTION
840239 GHQ Academy 07/08/2013
LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPEGTION
2920 North Shamrock Read, Jefferson City : 15:51

CHECKLIST: Place a mark in the box by each ilem Il found {6 ba satisfactory or if operaling wilhin established limits. (Write In observed values
where datermined.) Unmarked ltems must be correcied before using instrument.

¥} DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printout) 07/08/2013 @ 15:51
¥} COMPUTER M} DETECTOR
Ml PrOGRAM V| FILTERS
|V) HEATERS SAMPLE CHAMBER ____*49°C [/] QUARTZ STANDARD
FLOW DETECTOR ] CALIBRATION
V] PUMP HIGH SPEED ¥ PRINTER

%/l INDICATOR LIGHTS

Wl SIMULATOR SOLUTION SUPPLIER _ RepCo Marketing LOT # 12101 EXP. DATE __10/24/2013
¥} SIMULATOR TEMP (34°C 1 0.2°C) *+34.00°C SIMULATOR SN DR5382 EXP. DATE ____01/07/2014

fv] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a slandard solution. All threa lesls must be within +5% of the slandard value and must have a spread of .005 or
less. Mark the hox comesponding to the standard solulion being used, (PRINTOUT ATTACHED)

[T}o.100% STANDARD - MUST READ BETWEEN 0,095% AND 0,106% INCLUSIVE
[[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
{v] 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1w 040 - |TEST2 9 040 _|TEST3 ™ 040

PERFORM R.F.|. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING AANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0. -|(0-.04) 0 (.05-,09) 0 (.10-.14) 0 (.15-.19) 0 OVER .19 O
LIST ANY HEW PARYS AND DEBCRIBE ANY ALTERATION Of MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUNMENT TO OPERATE SATEBFACTORILY AHD WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF KRECEBSARY).

Replaced mouthplece receptacle on breath tube. Cleaned five-way valve assembly and adjusted solenold for proper five-way valve clearance. Lubricated
prnter head worm gear. Measured and adjusted voltages 1o electronics where necessary.

INSPECTING OFFICEDR

PRINT FULL NAME

SIGNATURE .Y

» - _L"!‘A [ £ Dewayne D. Carver

TYPE Il PERMIT NUMBER/EXPIR @ ~ ’ . TELEPHONE NUMBER

230101 05/28/2015 (573) 751-4722
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Heallth and Senior Services, Southeas! District Office
; : 2875 Jamas Bivd,
_ Poplar Biuff, MO 63901

H0 BEO-1468 {2-08) AN EQUAL OPPCHTUNITYAT FIRMATEVE ACTION EMPLOYER 1AB-116

wervices provigad o a nondscneatony basy




REPCO MARKETING INC.

2101-166 STONYBROOK DRIVE
RALEIGH, HOC 2TE04
£13-070-3300

CERTIFICATE OF ANALYSIS

- MANUFACTURER AND SUPPLIER: RepCo Marketmg Ine.
LOT NUMBER: 12101
EXPIRATION DATE: January 30, 2014 at 11:59 pm.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and' supplied Lot
Number __ 12101 __ of Aleohol Certified Solution for simulators. Random
samples of said lot number were apalyzed by an independent laboratory
utilizing a gas chromatograph and found to confain __ 0486 gms/dl +-
003 gms/dl wifvol ethanol (95% Confidence).

The alcohol and distilled water used in the solution were found to be
free of any interferring substance. |
: This solution will produce a vapor alcohol value of 040 +-3%
gms/210L Breath when heated to 34 Degrees Celsius -+-0.2 Degmes Celsius
in a simulator (95% Confidence). |

The date of manufacture for this lotnumbermJanmsl, 2012

. The expiration date for this 16t number is _Janpary 30, 2014
at 11:59 p.m. ‘ | |

Thlsdocxmentm atmmpmmhmoftbﬂmgxnﬂcm-aﬁcateoz

: y

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 07
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